Minutes of Technical Evaluation Committee Meeting
Held 10-03-2026

1. The Technical Evaluation Committee meeting was held on 10-03-2026 under the chairmanship of Prof. Dr. Muhammad Shahid, Prof of Peads Lahore General Hospital, Lahore, regarding
technical evaluation of the offers for the framework contract for Purchase of Lab Kits reagents Chemical & Consumables and Kits with Machines on reagent rental basis for this hospital.

2. Foliowing committee members attended the meeting:
Prof. Dr. Akif Dilshad, Prof of Gastroenterology
Prof. Dr. Ahmad Khagan, Prof of Opthalmology
Prof. Dr. Nazish Saglain, Prof of Pathology

Dr. M. Shabbir Ahmad, Associate Prof Surgery
Dr. Yahya Sultan, AMS (Stores)

Dr. Zeeshan Hadder, AMS (Purchase)

Engr. Aii Natiq Zaidi, Bio Medical Engineer/Technical Officer

3. The technical sheets were prepared by the DMS (Purchase) & Technical Officer, Health Department, Lahore and was placed before the committee.
4. The committee decided that the clauses of tender enquiry & PPRA rules 2014, will be followed strictly.

5. The following items were discussed:-

tender but the firm have only one certificate.
- Demonstration Not Satisfactory.
- No Integration at the time of Demonstration.

Sr# [Name of Item Name of Firm Remarks Decision
M/S S.Ejaz Ud Din & Co|As per Bidding Documents & Fulfill Evaluation criteria/ Technical Specification. Demonstration Satisfactory. Responsive
M/S Neaxtek Sps s 5 ohh . S . 5 5 R ;
healthaite As per Bidding Documents & Fulfill Evaluation criteria/ Technical Specification. Demonstration Satisfactory. esponsive
M/S ZEDCO As per Bidding Documents & Fulfill Evaluation criteria/ Technical Specification. Demonstration Satisfactory. Responsive '
M/S Z.A Biomedics As per Bidding Documents & Fulfill Evaluation criteria/ Technical Specification. Demonstration Satisfactory. Responsive
The Said firm did not fulfill the Technical Evaluation Criteria:-
) - The Quoted Items must bear FD510K, CE (MDD) or MHLW , 02 Certificares are mandotry for reagent rental
HemaF plogy Reagentsaith - |M/S Popu lar tender but the firm have only one certificate. Non Responsive
1 machine on reagent rental |International . ;
basis. - Demonstratlo_n not Satisfactory.
- Quoted Machine throughput does not meet the technical specification i.e. 60 Test/hr instead of 80 Test/hr
The Said firm did not fulfill the Technical Evaluation Criteria:-
- Professional Tax Certificate of 2025-2026 not attached.
- Sub Authorized Distribuor instead of Sole Authorization from manufacturer/imported/Authorized Distributor.
M/S SKI technologies |- The Quoted Items must bear FD510K, CE (MDD) or MHLW , 02 Certificares are mandotry for reagent rental Non Responsive

M/S reaction Scientific

The Said firm did not fulfill the Technical Evaluation Criteria:-
- The Quoted Items must bear FD510K, CE (MDD) or MHLW , 02 Certiﬂ s are mandotry for reagent rental tender but the

firm have only one certificate.

Non Responsive
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'Sr#\

Framework Contract for
Purchase of Coagulation Kits
with machine on reagent
rental basis

Name of Item Name of Firm Remarks Decision

‘ M/S S,Ejaz Ud Din & Co|As per Bidding Documents & Fulfill Evaluation criteria/ Technical Specification. Demonstration Satisfactory. Responsive
g‘é rs:niehg Bl As per Bidding Documents & Fulfill Evaluation criteria/ Technical Specification. Demonstration Satisfactory. Responsive
M/S Martin dow As per Bidding Documents & Fulfill Evaluation criteria/ Technical Specification. Demonstration Satisfactory. Responsive

M/S Z.A Biomedics

The Said firm did not fulfill the Technical Evaluation Criteria:-

- Satisfactory past performance Certificate for the quoted product not attached.

- The Quoted Items must bear FD510K, CE (MDD) or MHLW , 02 Certificares are mandotry for reagent rental
tender but the firm have only one certificate.

- The said firm did not demonstrate the quoted analyzer, as per requirment of tender.

Non Responsive

M/S Popular
International

The Said firm did not fulfill the Technical Evaluation Criteria:-

- The Quoted Items must bear FD510K, CE (MDD) or MHLW , 02 Certificares are mandotry for reagent rental
tender but the firm have only one certificate.

- Demonstration not Satisfactory.

- Not integrated LIS at the time of demonstration

Non Responsive

M/S Bio Medics

The Said firm did not fulfill the Technical Evaluation Criteria:-

- Professional Tax Certificate of 2025-2026 not attached.

- Embassy attested Free Sale Certificate of the product (medical devices) bearing the brand name of the product
in the country Of manufacturer, not attached.

- The quoted items must bear FDA510K, CE (MDD) or MHLW (Ministry of Health, Labor and welfare). (Two
certificates are mandatory for reagent rental tenders), not attached.

- Demonstration Not Satisfactory.

- Not integrated LIS at the time of demonstration

Non Responsive

M/S Pakistan
Microbiological
Associates

The Said firm did not fulfill the Technical Evaluation Criteria:-

- Professional Tax Certificate of 2025-2026 not attached.

- The Quoted Items must bear FD510K, CE (MDD) or MHLW , 02 Certificares are mandotry for reagent rental
tender but the firm have only one certificate.

- Demonstration Not Satisfactory.

- Incomplete Demonstration on technical basis due to non-availabiliy of their Factor VIII, IX & VND Fag.

Non Responsive

Framework Contract for
Purchase of Anti HCV & HbsAg
Elisa Kits with machine on
reagent rental basis

%

M/S Sind medical

As per. Bidding Documents & Fulfill Evaluation criteria/ Technical Specification. Demonstration Satisfactory.

Responsive
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Name of Item

Name of Firm

Remarks

Decision

Framework Contract for
Purchase of HbA1c Kits with
machine on reagent rental
basis

M/S Chemical House

As per Bidding Documents & Fulfill Evaluation criteria/ Technical Specification. Demonstration Satisfactory.

Responsive

M/S Popular
International

The Said firm did not fulfill the Technical Evaluation Criteria:-

- The Quoted Items must bear FD510K, CE (MDD) or MHLW , 02 Certificares are mandotry for reagent rental tender but the
firm have only one certificate.

- Demonstration Not Satisfactory.

- Quoted Machine throughput does not meet the technical specification i.e. 20 Test/hr instead of 60 Test/hr

Non Responsive

M/S Roche Pakistan

The quoted model of said tender not as per technical specification.
The Tender requirements of HPLC Technique while the quoted instruments Chemiluminescence technique.

Non Responsive

The Said firm did not fulfill the Technical Evaluation Criteria:-
- Satisfactory past performance Certificate for the quoted product not attached.

RB Sahg ch - The Quoted Items must bear FD510K, CE (MDD) or MHLW , 02 Certificares are mandotry for reagent rental tender but the | Non Responsive
International -

firm have only one certificate.

- Sub Authorized Distribuor instead of Sole Authorization from manufacturer/imported/Authorized Distributor.

The Said firm did not fulfill the Technical Evaluation Criteria:-

- Professional Tax Certificate of 2025-2026 not attached.
M/S SKI technologies |- Sub Authorized Distribuor instead of Sole Authorization from manufacturer/imported/Authorized Distributor. Non Responsive

- Demonstration Not Satisfactory.
- Throughput for TOSOH not according to our published specification.

Framework Contract for
Purchase of PCR & Extraction
kits

M/S Orca Trek

The Said firm did not fulfill the Technical Evaluation Criteria:-

- Minimum 03 Years' Experience in relevant field/category with documentary evidence (PO/WO/DC copies) not attached.
- Income Tax retruns of last three years not attached.

- Average Annual Turnover of last 03 years above Rs. 10 million, with Audit Statements, not attached.

- Not Proper joint Venture done by Orca Trek and Pakistan Hospital Industries Lab.

- Demonstration not satisfactory. results status not satisfactory, variantion in results.

Non Responsive

M/S Hoora Pharma As per Bidding Documents & Fulfill Evaluation criteria/ Technical Specification. Demonstration Satisfactory. Responsive
M/S Popular 1. Demonstration of HBV DNA PCR Kit Satifactory. k

. Responsive
International

2. Demonstration for HCV RNA PCR Kit not satisfactory, results not satisfactory, variation in results

Framework contract for
purchase of Routine Chemsitry
Kits with Machine on reagent
rental basis.

The Said firm did not fulfill the Technical Evaluation Criteria:-
- Acceptance of Terms & Conditions, Tender Documents duly signed and stamped, not signed & stamp.
- Satisfactory Past Performance Certificates from Top Competent Authority for Quoted Products, not attached.

S Sah_a i - Embassy attested Free Sale Certificate of the product (medical devices) bearing the brand name of the product in the Non Responsive
International
country Of manufacturer, not attached.
- Sub Authorized Distribuor instead of Sole Authorization from manufacturer/imported/Authorized Distributor.
- Active registration (Professional Tax certificate) Not attached.
M/S Neaxtek Quoted Machine throughput does not meet the technical specification i.e. 420 Test/hr instead of 800 Test/hr.
besiticare Demonstration not satisfactory. Non Responsive

No Physical Verification.

M/S Roche Pakistan

As per Bidding Documents & Fulfill Evaluation criteria/ Technical Speciﬁcation./Demonstration Satisfactory.

Responsive

M/S Popular
International

Demonstration not satisfactory.
Single Arm equipment, not technically accepted

Non Responsive
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Name of Item

Name of Firm

Remarks

Decision

M/S SKI technologies

The Said firm did not fulfill the Technical Evaluation Criteria:-
- Professional Tax Certificate of 2025-2026 not attached.
- Demonstration Not Satisfactory.

- Quoted Machine throughput does not meet the technical specification i.e. 500 Test/hr instead of 800 Test/hr.

Non Responsive

M/S Hoora Pharma

Framework Contract for
Purchase of Lab Kits reagents
Chemical (Reagents for
Electrolyte Analyzer Diestro
Argentina

Framework Contract for
Purchase of Lab Kits reagents
Chemical, Consumables for
Central Lab, Hitopathology
Section & Microbiology Section

As per Bidding Documents & Fulfill Evaluation criteria/ Technical Specification. Demonstration Satisfactory. Responsive
M/S Ghrasa Lab Gyara X ; " ;
Sép plie; BTy, As per Bidding Documents & Fulfill Evaluation criteria/ Technical Specification. Responsive
iddi i iteri i i i i No. 02 Fibrinogen ;
M/S S.Ejaz Ud Din & co As per Bidding Documents & Fulfill Evaluatfon crltena/_Tgchnlcal Specification all items approved except No. g Responsive
kit due to embassy attested Free Sale Certificate of said items not attached.
M/S AM - ¢
S é eicise walgS. As per Bidding Documents & Fulfill Evaluation criteria/ Technical Specification. Responsive
Sample of Anti HIV Devices, VDRL ICT devices, Anti HCV ICT Devices, ESR pipette Glass, Cover Slip 18*18, test Tube Glass,
Urine Container, H.Pylori ICT devices, Stool for H Pylori antigen, HbsAg ICT Devices, Dengue NS-1 Strips, Urine test Strips, ‘
M/S Z.A Biomedics CBC Vials, PT APTT Vials, Red Top Vials, yellow Top Vials, RA factor, Trop I ICT Device, Trop T Devices, Detection Kit, Responsive

Wash Solution TBS Buffer, EDTA Buffer, Her 2Neu Antibody stain, ER, PR and all other antibodies are accepted.
Sample of Cover Glass 24*50mm & IHC Slides (Charged Glass Slides) not provided for sample evaluation.

M/S MED Lab

The Said firm did not fulfill the Technical Evaluation Criteria:-

- Embassy attested Free Sale Certificate of the product (medical devices) bearing the brand name of the product in the
country of manufacturer not attached.

- The said firm did not provide the sample for sample evaluation, hence not accepted.

Non Responsive

M/S Brightway

Sample of Anti HIV devices, VDRL ICT devices, Anti HCV ICT Devices, H.Pylori ICT devices, Stool for H Pylori antigen not
approved, not WHO prequalified. Sample of Glass Slide Frosted not approved poor glass quality, dirty slide.

Enterprises Sample of Cover Slip not provided. RETeNE
Sample of CBC Vials, PT/APTT Vials, Red Top Vials, Lithium Heparin Vials, yellows top vials approved.
The said firm did not provide the samples of Mircrobiology Section for evaluation, hence Microbiology Sample not approved.
2 Samples of All Histopathology Items Approved. :
M/SiskEtecinologles Sample of Giemsa Stain, Methanol Approved, Sudan Black B, retic Stain, Hematology reagents Swelab approved. il
Sample of Urine Container not provided.
The Said firm did not fulfill the Technical Evaluation Criteria:-
- Satisfactory Past Performance Certificates from Top Competent Authority for Quaoted Product. not attached.
M/S Dia Zone - Embassy attested Free Sale Certificate of the product (medical devices) bearing the brand name of the product in the

country Of manufacturer not attached.

- The quoted items must bear FDA510K, CE (MDD) or tflﬂkw (Ministry W’ Labor and welfare), not attached.

Non Responsive
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Sr#

Name of Item

Name of Firm

Remarks

Decision

Framework Contract for
Purchase of Lab Kits reagents
Chemical, Consumables for
Central Lab, Hitopathology
Section & Microbiology Section

M/S Moon Enterprises

All Sample of Central Lab Approved.
All Sample of Microbiology Section Approved.
Sample of Glass Slide Frosted for Histopathology items not approved.

Responsive

M/S MMS Enterprises

Sample of CBC Vials, Red Top Vials, Lithium Haparin Vials not approved, Due to Volume Over & vaccum error.
Sample of PT/APTT Vials, Gell Vials approved.

Responsive

M/S IMCO technologies

Sample of Swab Stick with transport medium, Disposable Plastic Petri Plates, Blood Culture Bottles Aerobic Adult & Peads,
Accepted.

Sample of Glass Slides (Clear Transparent), not approved.

Sample of Embedding Cassettes, Cover Glass 24*50mm not Provided.

Responsive

M/S Alfa Scientific
Store

The said firm did not provide the samples of Mircrobiology Section for evaluation, hence Microbiology Sample not approved.
Sample of CBC Vials, PT/APTT Vials, gell Vials not approved due to over volume.
Sample of Red top Vials, Lithium Heparine Vials, Fibrinogen kit accepted.

Responsive

M/S Alliance Solution

The Said firm did not fulfill the Technical Evaluation Criteria:-

- Minimum 03 Years Experience in relevant field/category with documentary evidance for item No. 28, 194 not attached.
- Delivery Period on main technical offer, not mentioned.

- Bid Validity on main technical offer, not mentioned.

Non Responsive

M/S Agib Trading

Sample of CBC Vials, PT/APTT Vials, ED Top Vials & Gell Vials not approved, Over Volume, Vaccum Issue & volume

variation.
Sample of Lithium Heparin Vials approved.

Responsive for
Lithium Heparin.

M/S Bio Pharma

The Said firm did not fulfill the Technical Evaluation Criteria:-
- The quoted items must bear FDAS10K, CE (MDD) or MHLW (Ministry of Health, Labor and welfare), not attached.
Sample of HIV ICT Devices not approved, poor Quality Not WHO prequalified.

Non Responsive

M/S BQ Pharma

Sample of CBC Vials, PT/APTT Vials, red Top Vials, Lithium Heparin Vialls not approved, due to over volume, Vaccum
Quality Poor, Vaccu Pressure Issues.
Sample of Gell Vials Accepted.

Responsive for
gell vials.

M/S Sind medical

The Said firm did not fulfill the Technical Evaluation Criteria:-

- Bid Validity period 180 days instead of 270 days.

- Embassy attested Free Sale Certificate of the product (medical devices) bearing the brand name of the product in the
country Of manufacturer not attached.

- The quoted items must bear FDA510K, CE (MDD) or MHLW (Ministry of Health, Labor and welfare), for item No. 17,19
not attached.

Non Responsive

Sample of trop T Kit Approved.
The said firm did not provide the samples of Histopathology Section of sample evaluation, hence not approved for

Responsive for

M/S Roche Pakistan .
Histopathology items. Trop T kit.

M/S Pap _ular As per Bidding Documents & Fulfill Evaluation criteria/ Technical Specification. Responsive

International

M/S PK Medi The said firm did not provide the samples for Sample evaluation, hence not approved. Non Responsive

M/S pharm Canada

As per Bidding Documents & Fulfill Evaluation criteria/ Tectyical Speciﬁca/tiou»ﬁﬂa/pproved
\

Responsive j
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Decision

Remarks
All Samples of Microbiology Section Approved.

Responsive

" |Sr # \Name of Item Name of Firm
A

M/S Musaji Adam

Framework Contract for
Purchase of Lab Kits reagents

Histopathology Section:-
Sample of BPX, Hematoxyline, Diff Quick Stain Set, Eosin Solution, Xylene, Periodic Acid, Shiff Reagents not accepted.

Sample of Pap Stain Og6-EA 50 not provided.
Sample of Formalin Solution Accepted.

Responsive for

Chemical, Consumables for
Central Lab, Hitopathology

Sample of Methanol, Giemsa Stain, poor quality, not approved.
Sample of all Microbiology Section Approved.
M/S Global Marketing [Sample of Central Lab items and Histopathology items not provided by the firm, for sample evalaution hence not accepted Microbiology
for Central Lab section
Responsive

Section & Microbiology Section

M/S DMA

As per Bidding Documents & Fulfill Evaluation criteria/ Technical Specification.

Prof. Dr. Muhammad Shahid, Prof of Peads

Prof. Dr. Akif Dilshad, Prof of Gastroenterology
R

Prof. Dr.

Prof. Dr. Nazish Saglain, Prof of Pathology + A\

Dr. M. Shabbir Ahmad, Associate Prof Surgery -- /7/?

-

Dr. Yahya Sultan, AM(Stores)

—

lAhmad Khaqan, Prof of Opthalmology
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Dr. Zeeshan Hadder, AMS (Purchase) %

Engr. Ali Natiq Zaidi, Bio Medical Engineer/Technical Officer %
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